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SUMMARY

A pneumatic probe based on continuity of mess flow through two
restrictions separated by & cooling chamber was constructed to measure
gas temperature at and beyond the limit of thermccouples. This probe
consisted of a subsonic flat-plate orifice for the first restriction
and a sonic-flow converging-diverging nozzle for the second restriction.
The effect of variation in gas constants on the calibration 1s examined
for common engine-exhaust geses. A high-temperature wind tunnel that
allowed calibration of the probe at temperatures up to 2000° R and Mach
numbers up to 0.8 is described. Agreement to better than 30° R between
Pneumatic probe indicetion and the indication of & rake of radistion-
shielded thermocouples indicates that extrapolation of the calibrastion
to higher temperatures is possible with fair accuracy.

INTRODUCTION

Measurement of ges temperstures is & basic requirement in evaluating
the performence of & Jet or gas-turbine power plant. Unless the relations
between the pressure, veloclity, and temperature distribution profiles are
relisbly known and the pressures and velocities can be measuwred with suf-
ficient accuracy at & given cross section, a point-by-point traverse
measurement of temperature is necessary in order to determine the temper-
ature distribution profile. The most common method of making such meas-
urements 1s to insert a thermocouple at the point at which the measure-
ment is desired. This procedure is generally acceptable when the gas
temperature at the point of measurement is not so high as to weaken the
structure of the thermccouple prcbe or to affect the temperature-emf
relation of the thermocouple wire. With the advent of engines of the
ram-Jjet type and of engines using afterburners, higher gas temperatures
than those readily measursble with thermocouples are attelned and consid-
erable difficulty is encountered in the measurement of these gas
‘temperatures.

For the range of point-temperature measurements beyond that readily
obtained with thermocouples, the pneumatic probe method appears to be-
applicable. The method consists of equabting the mass flow rate at two
points in & probe as obtained by metering devices at these polnts. The
hot gas passes through the first metering device (usually an orifice or
nozzle), is cooled to a temperature that can be measured with small
error, and then passes through the second metering device. By proper
arrangement of the mass flow equatlons, the gas temperature in front of
the first metering device can be derived explicitly.
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A method employlng this principle, described in reference 1, con-
sists of a probe with two subsonlic flat-plate orifices in series, the
first orifilce being located in the hot gas at the polnt where the meas-
urement is desired. The use of two restrictions in serles eliminates the
need for the knowledge of the mass flow rate of gas and permits the
expression of the hot gas temperature in terms of measured gas pressure
ratios and a cooled-gas temperature. In reference 2, a method is
described where the time for a known quantity of gas to pass through an
orifice is measured to provide an indication of the gas temperature in
front of the orifice. A variation of the design described in refer-
ence 1 1s presented In reference 3, wherein two sonlc-flow flat-plate
orifices in series are used. A comprehensive bilbliography on the subject
of pneumatic probes appeers in reference 4. For certain point-
temperature messurement applications, which required ease of use and a
wlde temperature rapnge, & third variation of the pneumatic probe
described in reference 1 (utilizing a subsonic flat-plate orifice as the
first restriction and & sonic converging-diverging nozzle as the second
restriction) met the reguirements most conveniently. Some results
obtained with thle pneumstlic probe at the NACA Lewis laboratory are
Presented herein.

Among the problems that occur in the application of pneumatic probes
to the measurement of high gas tempersture are: +the varlation of the
coefficient of discharge of the restrictions with mass-flow rate, the

messurement of temperature at the second restriction, change or variation -

of the gas constituents as they influence the calibration constants of
the instrument, and the establishment of the range of temperature over
which accurate measurements are cbtalnable. These effects are analyzed
in detall in this report. Acqulrement of means for testing and evaluat-
ing any actual instrument also presents a serious problem. At the lLewls
laboratory a high-temperature wind tunnel, providing temperatures up to
2000° R, was availsble for calibration purposes. ' A suitable thermocouple
system was installed in this wind tunmnel to provide a standard of com-~
parison with measurements made by a pneumatic probe inserted in the wind
tunnel test section. Although these tests were made at & maximum tem-
perature of asbout 2000° R, the reascnable agreement cbtained between
prneumatic probe indications and thermocouple indicatlons suggests that
the probe 1s applicable for use at higher temperatures such a8 ‘those
encountered in afterburners or in ram jets.

NOMENCLATURE
The following symbols are used in this report:
aresa
discharge cocefficient
acceleration of gravity
total pressure
instrumental constant
M=ch number

2R H® e? =

2581
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P static pressure
R specific gas constant-
T total. temperature
W mass flow
) 2 +
Y 1y/(ry-1) [(Ps/ﬂl) g (pz,/Hﬁ(Tl D! Yl]
T ratio of specific heats
F(ry) 1/(r-1) >
G(ry) AT .
74+l
C’fl)m
2
Subscripts:
1 conditions immediately shead of first restriction
2 conditions at throat of first restriction
3 conditions immediately behind first restriction
4 conditions immedistely shead of second restriction
S conditions at throat of second restriction
6 conditions immediately behind second restrictlon

THEORETICAT, ANALYSTS

A schematic drawing of the probe whose performance was investigated
is presented in figure 1. By use of a vacuum pump or, in some cases, by
use of ram pressure, a small portion of the hot gas is sampled by the
probe and passed through two successive restrictions which are connected
by a cooling chamber. The f£first restriction is designed to produce flow
rates in the subsonilc region only; the second restriction is a sonic-
flow nozzle. Temperatures snd pressures are measured in the vicinity of
the second restriction at the stations indicated. Pressures only are
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measured 1n the vieinity of the first restriction. The preceding symbols
with subscripts relating the quantlties to the stations indicated in fig-

ure 1 are used to express the mass-flow equations through a flat-plate
orifice and through s sonic-flow nozzle:

T P Z/Yl p (Tl"'l)/Tl
W =Cp phpHy , [ 28 (L )|(22 Y ] (1)
’ Ef1 \r;-1/ |\ B Hy
for a flat-plate orifice, and
W= 2
0, 5A5%4 o/ 7y Ty )(r 7D (2)

for a sonic~flow nozgzle. Equating the weight flows through the two
restrictions permits solutlion for the temperature ratio:

I AzCp,2 F(ry) /¥y /p )(T1+1)/r1
ﬁﬂ(“t‘% 5)< ) R (%) (8

This equation is valid i1f the gases follow the genersl gas law and if
the processes through the restrictions are isentropic. The temperature
in front of the flat-plate orifice csn be computed from messurements of
the pressures at each restriction and of the temperature in front of
the sonlc-flow nozzle. The utility of equstion (3) as a means of meas-
uring the unknown gas temperature will depend on the extent to which
the. various quantities appearing Iin that equation may be treated as
instrumental constents that vary negligibly with changing, and possibly
unknown, gas conditioms. Consideration will therefore be gliven to the
effect on various terms in equation (3) of the gas temperature and of
the specific heat ratios 7y and 7v,.

-~

In order that the nature of the quantities Ty and T4 should be
£firmly established, the instrument was designed so that the measured
and computed quantities would represent the total temperatures of ‘the
gas. The veloclty of the gases immedistely in fromt of each restriction
were kept low by the uee of small restrictions, large comnecting tubes,
and low mass-flow rates.

3)

2381
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The effective area ratioc term

[Cactn, 2/ (4505, 5]

can be made constant if the pneumatic probe is designed to operate at a
proper mess-flow rate. Since the ratlo of the orifice areas is fixed,
eny chenge in the effective area ratio term will be caused by a varia-
tion in the discharge coefficilents Cp,2 end Cp,5- The dlscharge
coefficient of a flat-plate orifice has been shown to be a function of
the mass-flow rate (reference 5). The coefficient is zero at zero mass-
flow rate. As the masg-flow rate increases, the discharge coefficient
also increases until, at a certain flow rate, depending on the diameter
ratio and the fluid characteristics, the coefficient stops increasing
and becames constent until the mass-flow rate reaches s value correspond-
ing to sonic velccity at the orifice. Thereafter the discharge coeffi-
clent agein increases with Turther increase in mass-flow rate, although
sonic velocity persists at the throat of the orifice (reference 6). Con-
sequently, the discharge coefficient at the flat-plate orifice can be
maintained most nearly constent by meintaining a mass-flow rate slightly
below that required to maintain sonic velocity at the throat of the
orifice.

For the second restriction e converging-diverging nozzle, rather
than a flat-plete orifice, was selected because the discharge coeffi-
cient of & nozzle is close to unity over a wide range of mass-flow rate,
even when sonic flow exists at the throet of the nozzle. A nozzle was
not chosen for the first restriction because of the very large tempera-~
ture difference between the gas and the restriction and the larger heat-
transfer surface of & nozzle compared with a flat-plate orifice. It
could be conceiveble that, by using a nozzle for the first restriction,
sufficient heat could be transferred from the gas to the nozzle so that
the assumption of an isentropic process through the nozzle would not be
realized.

The specific heat ratios of the exheust gas will vary with gas com-
position, which is a function of fuel-alr ratio, temperature, and type
of fuel used. The present analysis will be confined to hydrocarbon
fuels having s hydrogen-carbon ratio renging between 0.10 and 0.22. For
the range of temperature expected, the specific heat ratio ¥, at the
first orifice can vary from 1.26 to 1.37, as shown in flgure 4 of refer-
ence 7. The instrunrent was desligned to cool the gas to =sbout 700° R &t
the second restriction; at this temperature the specific heat ratio v,

upstream of the sonic-flow nozzle can vary from 1.36 to 1.40, The
effects of the above variations in the value of Y, on the quantity
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Z/Yl (Tl"‘l)/Tl N
N EAE

average about 1 percent and exceed 2 percent in only a few cases, The
value Y i1s tabulated in table I. The effect of variation of y, over

the range indicated on the quantity [?(r4)] aversges about +1.0 per-
cent. The value [G(T4i]2 is tabulated in table II. The value G(ré)
was obtained from figure 8 of reference 7.

Consequently, equation (3) can be rewritten in the form

T1/T, =K (B /B,)2 ¥ (4)

where K 1is a constant equal to

2 [(atn, 20/ (a500,9)] / [otra)]?

and has a probable veriation of 1.0 percent, and Y, if assumed known
at an average value of 7v;  of 1.3l, can be treated as a function solely
of the pressure ratio p3/H1 wilth a probable varifation of 1.1 percent.

Equation (4) and teble I thus provide a simple means for determining
the unknown temperature T; in terms of the measured quantities Ty,

H1, pz, and Hy.

CONSTRUCTION AND GALIBRATION OF PNEUMATIC PRCBE

A scale drawing of the pneumatic probe 1s shown in figure 2. It
resembles a pitot tube and its essential elements are a flat-plate ori-
fice at the leading edge of the tube, a converging-diverging sonic-flow
nozzle, & cooling-water Jacket between the two restrictions, a thermo-
couple in front of the sonic-flow nozzle, ahd pressure -taps and connect-
ing tubing. The temperature upstream of the sonic-flow nozzle is meas-
ured with a 36 gage sllver-shielded iron-constantan thermocouple of
National Bureau of Standards design. Data on this design, appearing in
reference 8, indlcate a probable error in temperature T4 of the order
of 0.5 percent. Cooling water enters the probe through a tube that is
directed st the first orifice plate and then pesses slong the outer
shell of the protecting tube and is dischaerged ocutside the gas stream.
The total pressure in front of the first orifice plate 1s measured by
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stopping the flow, so that the instrument becomes a tobtal-pressure tube
with a pressure being measured by means of pressure tap H) or pz. The
temperature of the thermocouple upstream of the sonic-flow nozzle is
megsured with a manuelly balanced potentiometer having a sensibility of
0.1° F. Gas is sucked through the instrument by a positive displacement
pump capable of maintaining a pressure of 4 inches of mercury absolute
downstream of the diverging portion of the sonlic-flow nozzle. The mass-
Tflow rate is controlled by a l/S-inch V-port control valve. The con-
nections of the manometers used to measure the pressure drop across the
restrictions, as well as absolute pressures, are shown 1i1n figure 3.

The effective area of each orifice was determined by passing room
air through the instrument and measuring the flow rate accurately with a
wet-type gas displacement meter. Pressure drops snd temperatures at
each restriction were measured. Inserting these measurements into equa-
tions (1) and (2) yielded the effective areas of the restrictions., The
effective areas are plotted in figure 4 as functione of the pressure
ratio. The pressure ratio shown in figure 4(b) represents the ratio
between pressures at the extreme ends of the converging-diverging nozzle,
The pressure at the throat of the nozzle wes always equal to the value
associated with sonic flow. .

The square of the effective areas ratio as it appears in the constant
K of equation (4) can be obtained directly by means of the calibration
Just described. The temperature ratio is unity and therefore the area
ratio term can be determined from equetion (3). The velue of this term
is plotted in figure 5 as a function of pressure ratio across the flat-
plate orifice.

In obtaining the effective area ratios, the square of the total-
pressure ratio (H:,_/Hé)2 was also evaluated. The difference between

Hy and Hy 1is a function of Hil-p3 end of the upstream pressure H;.
The ratio (H1/H,;)2 is plotted against (H;-pz)/H; in figure 6. The
average scatter of points is about 0.5 percent and the maximum devia-
tion, about 1.2 percent.

From figure 5, the square of the effective area ratio term is
approximately 5.36; from figure 6, the square of the total-pressure
ratio is approximately 1.25; with an average value of Y4 = 1.38

assumed from teble II, a corresponding value of [G(Téi]z is equal
to 0.465. Substitution of these values into equation (3) yields

Ty = 28.9 Y Ty (5)
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This equation is plotted in figure 7 with lines of constant T4. The
equation.ylelds a meximum error of about 1.5 percent if 7v; I1s known
but Y, and (Hl/BZ,;)2 are unknagwn. If Y; 1s unknown but an average

value of 1.31 is assumed, an additional errar of about 0.4 percent is
cbtained at high values of PS/Hl and an error of sbout 2 percent, at

low values of PS/Hl‘

The data shown In figure 4 can be used to establish the temperature
range of the pneumatic probe. The maximum pressure ratioc at the first
orifice is 0.96; for ¥y = 1.40 the corresponding value of Y 1s 0.0383.

The minimum pressure ratio.of 0.60 correésponds to a value of Y of 0.228.
The range of the temperature ratio that can be measured is given approxi-
mately by

(T1/Ty)a  o.228
(T,/T,)p _ 0.0383

= 5.96

where & and b indicate the extremes of the range, since the varia-
tion in temperature ratio is represented primarily by variations in the
value of Y. If T4 1is held at 700° R, the maximum temperature Tq

which the pneumatic probe can measure is approximately 4200° R.
EXPERIMENTAL EVALUATION
The performance of the pneumatlc probe was tested in a high-

temperature wind tunnel over the following range of verlations in gas
conditions:

Variable Range
Ty 1.31 to 1.37
T4 1.38 to 1.39
Hj, in. Hg abs. 30 to 35
T1, °R _ 1150, 1950, 2050
M 0.3 to 0.8

No effort was made to completely separate the effects of each variable.
The wind tunnel was operated &t one of the three temperature levels
listed, and the free-stream Mach number was varied over the camplete
range given. -
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A schemgtic drawing of the high-temperature wind tunnel is shown in
figure 8. Air for combustion was availsble at pressures up to 40 pounds
per sguare inch gage and at mass flows'up to 1000 pounds per minute.

The fuel was 60 octane clear gasoline with a hydrogen-carbon ratio

of 0.178. The fuel system supplied up to 100 pounds per minute of fuel
to 8 spray nozzles at station A, After leaving the test section the
products of the combustion were exhausted to the atmosphere through a
muffler. The test-section diameter is 6 inches.

The temperature of the gaes 1In the stagnation chember, station B
(£ig. 8), was measured by a reke of platinum-shielded thermocouples
following the National Buresu of Standards design described in refer-
ence 8. These thermocouples Indicated gas temperature to a probsble
accuracy of l/ 2 percent. Additionsl chromel-alumel thermocouples were
attached to the walls of the stagnation chamber and to the test section
at station C. Temperatures indicated by the thermocouples were read
with a self-balancing potentiometer connected to the thermocouples
through a selector swltch. Filgure 9 shows the locatlion and the identi-
filcation number of the major thermocouples in the stagnation chamber and
the test section. A high recovery thermocouple (described in reference 9)
was placed in the center of the test section to determine the change in
total temperature of the gas stream between the stagnation chamber and the
test section. This thermocouple is listed as number 19 on figure 9.

A totael-pressure survey reke was installed a2t station B. Static-
pressure taps were located in the test section wall at intervals of
1l inch. Pressures were read on a cammon-well, mmltiple-~-tube mercury
manameter. .

. Fuel-flow rate was measured with a calibrated rotameter. A con-
tinuocusly indicating mixture anslyzer ssmpled exhaust gas at station B.

During the operation of the tumnel some of the exhaust gas was
passed between the inner walls of the stegnetion chamber in order to
heat the wells to gas temperature. A test run was msde only after
thermocouples peened into the walls indicated that the test-section
wall was within 100° R of the total tempereture of the gas.

With the burners shown, gas temperatures of gboutb 2000° R were
avalilable at the entrance of the test section. Temperature and pressure
surveys of the stagnation chamber were made at various operating con-
ditions; typicel results are shown in figures 10 and 11.

The variaetion in temperature across the stagnetion chamber was less
than 3 percent of the average tempereture. Wall temperatures were
usually within 4 percent of the average gas tempereture. The difference
between the high recovery thermocouple in the test section and the
everage of the 10 thermocouples in the stagnation chamber was never more
than 12° R as shown in t&ble IIT.
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There was no measurable pressure gradient across the stagnation
chamber. A total-pressure ‘survey of the test section is shown in fig-
ure 12 and indicates that there was negligible total-pressure loss
between the stagnetion chamber and the test section to within 1 1nch
from the wall of the test sectliom.

RESULTS AND DISGUSSION

A summary of the pneumatic probe date sppears in table IV. The tem-
peratures indicated by the pneumatic probe were calculated from equa-
tion (5). The maximum difference between the pneumatic probe and the
average of ten thermocouples in the stagnation chamber was 28° R. Analy-
sis of the data showed that the value of - Y1 Wwas close to the average
value chosen for use in equation (5). The pneumatic probe temperatures
were slso computed from equation (3) and the results were campared with
the temperatures compiuted from equation (5). The values of temperature
Tl fram these two equations agreed to within 0.3 percent.

Comparison of the pneumatic probe indilcations with the average of
the thermocouples iIndicated that the greatest error appears at the
lower Mach numbers and at the higher temperatures. This was probably
e result of stagnation chamber thermocouple errors, which would be
greatest under these conditions.

These preliminary results suggest that this method should be fur-
ther investigated, with specific emphasis placed upon the following
items: . '

(l) Proximity to an isentropic process of the flow through the
first orifice '

(2) The temperature and pressure renge to which the general gas
law can be comnsidered applicable .

(3) The degree to which the first orifice ares remains constant
with temperature increase and time

(4) The effect of pulsating flow, of the type found in rem jets
and afterburners, on the accuracy of the calculated temperature

The preliminary data presented in this pasper indicate that the
probe may be used at higher tempersture levels, provided sultable means
of comparison are avallable.

1823
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SUMMARY OF RESUILITS

A pneumstic probe was constructed using a flat:plate orifice and &
sonic-flow nozzle. The probe was tested in a high-temperature wind
tunnel where the gas tempersture and gas velocity could be varied up to
2000° R and Mach mumber of 0.8, respectively. The probe was compared
with a reke of ten platinum-shielded thermocouples with a maximum dif-
ference between the probe and the average of the thermocouples of 28° R.
The preliminary results indicated that gas temperatures at higher levels
mey be measured, provided the general gas lew is applicable.

Lewis Flight Propulsion Leboratory
National Advisory Cammittee for Aerocnautics
Cleveland, Ohio
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TABLE I - VALUES OF Y WITH VARYING PRESSURE RATIO AND RATIOS OF

SPECIFIC HEAT

2/

(y1+1) /11

pz/H; ! ' P3/H; "1
1.26 1.31 1.37 i.26 | 1.31 |1.37
0.995 |0.00533 | 0.00507 |0.00481 . 0.795 {0.156 |0.157 |0.159
.990 | .0102 .0101 . 00962 .790 | .18 | .,158 | .161
.985 | .0145 .0147 .0148 .785 | .161 | .162 | .164
-,980 | .0194 L0194 .0192 780 | .163 | .164 | .167
975 | .0242 . 0240 . 0240 775 | .168 | .167 | .170
.970 | .0291 .0291 .0288 770 | .168 | .183 | .172
.965 | .0334 .0338 . 0337 765 } 171 | .171 | .174
.960 | .0383 .0380 .0381.. . 760 | 173 | 174 | 177
.955 | .0426 . 0426 .0429 .755 | .178 | .176 | .179
.950 | .0470 | ,0473 L0474 .750 | 177 | .178 | .181
.945 | .0812 L0511 .0514 .745 | 179 | .180 | .184
.940 | .0562 .0553 . 0559 .740 | ,181 | .183 | .186
,935 | .0601 | .0800 . 0603 .735 | ,183 | .185 | .188
.930 | .0845 .0842 . 0648 730 | .,185 | .186 | .190
.925 | .0683 .0684 .0688 .725 | .187 .188 | .182
.920 | .o0727 .0722 .0729 720 | .188 | ,191 | .184
.915 | .0766 L0769 .0770 715 | .190 { .192 | .1986
.910 | .080% . 0807 .0811 710 | .192 | .194 | .188
.905 | .0848 .0845 .0851 .705 | .194 | .196 | .200
.900 | .0882 .0883 .0888 700 | ,196 | .198 | .202
.895 | .0926 | .0921 .0929 .695 | .197 | .199 | .203
.890 | .0860 . 0959 .0966 .690 | .198 | .200 | .205
.885 | .0998 .0997 .100 .685 | 200 | .202 | .207
.880 ! .103 .103 .104 .880 | .201 | .203 | .208
.875 | .107 .106 108 .675 | .202 | .205 | .210
.870 | .111. L110 L111 .670 | .204 | .208 | .211
.865 | .114 L114 L1155 .665 | .205 | .208 | .212
.860 | .117 117 .118 .660 | .206 | .209 .214
.855 | .121 .120 .122 .655 | ,207 | .210 | .215
.850 | .124¢ .| .123 .125 .650 | .208 | .211 | .217
.845 | .127 .127 .128 E .645 | .209 | .212 | .218
.840 | .130 .130 L132 .640 | .210 | .213 | .218
.835 | ,133 .133 .135 .635 | ,211 | .215 | .220
.830 | .136 .136 .138 .830 | .212 | .215 | .221
.825 | .140 .140 .14l .625 | ,213 | .216 | .222
.820 | .142 143 144 .620 | .213 | .217 | .222
.815 | .145 .145 147 .615 | .214 | .218 | .224
.810 | .148 .148 .150 . .810 | .215 | .218 | .224
.805 | .1517 7} .151. .153. . .605 | .215 | .218 | .225
.800 | .153 .153 .156 .600 | .216 | .220 | .226

R LA
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TABLE II - COMPUTED VALUES OF [G(T,;:):I FOR VARYING

RATIOS OF SFECIFIC HEAT
E}(T4_) obtalned from reference 7]

[60ra]]? = D
ad = Kr4+1)(T4+l)/ 2(Tg-1)
2
T4 1.400 | 1.390 | 1.380 | 1.370 | 1.360 | 1.350

[6(ry)]? | 0.470 | 0.468 | 0.465 | 0.463 | 0.461 | 0.459

:‘.\EPA(A e

13
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TABLE IIT - SAMPLE DATA
[@emperature.distribution in stagnation chamber and total temperature
chenge between stagnation chamber and test section]

Thermocouple Temperature
(°F)
Run
1 2 3 4 5 6 7 8

1 960 975 g72 1175 | 1166 841 803 797
2 ouT -———— ———— | m——— ———— —_— - -
3 970 983 973 1182 | 1173 836 805 797
4 968 980 975 1180 | 1170 836 80z 795
9 900 927 925 | 1107 1115 760 755 745
10 920 950 950 | 1129 1145 763 772 764
11 927 958 958 1135 | 1153 772 780 774
12 913 941 948 | 1120 | 1135 762 765 758
19 973 | 1010 | 1010 | 1183 | 1223 772 800 782
20 . 978 | 1012 1013 | 1186 | 1220 784 812 795
21 981 | 1015 | 1016 | 1187 1220 786 813 796
22 980 | 1015 | 1014 | 1186 | 1217 786 813 796
23 . 880 | 1014 1013 | 1185 | 1214 789 813 796
24 940 988 | 1003 | 1179 1207 786 8039 795
25 976 1011 | 1010 | 1187 1220 781 806 790
26 976 | 1012 1010 | 1189 1224 783 806 791
27 976 1011 | 1008 1188 | 1220 782 806 791
28 971 | 1008 | 1003 | 1185 | 1213 781 805 720
29 968 1001 998 1180 | 1208 780 800 786 -

Average stag-

nation tem-

persture 973 1008 1009 1178 1216 784 808 793

Test-section

Mach number |0,794 |0.601 |0.402 [0.655 [0,.460 (0,753 |0.552 |0.352
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NACA RM E52A11

TARLE IV -~ SUMMARY OF DATA

[bomparisqn of instrument with platinum-shielded thermocoupleé]

Run | Average |Test Ratic of |Pneumstic | Differ~
thermo- | section |specific |probe ence
couple |Mach heats temperg- between
temper- | number L ture pneumatic
ature M (°R) probe and

(°r) thermo-~
couple tem-
perature

(°R)
1 1172 0.352 1.367 1181 9
2 1174 « 399 1.365 1182 8
3 1170 .488 1.364 1174 4
4 1180 .601 1.364 1176 -4
5 1178 .B878 1.363 1176 -2
6 1175 . 794 1.383 1176 1
7 1458 . 349 1.349 1480 22
8 1472 .402 1.347 1486 14
9 1468 .501 1.345 1486 18

10 1463 . 8655 1.343 1474 11

11 1460 . 753 1.341 1471 11

12 1455 794 1.339 1468 13

13 2080 « 350 1.319 2108 28

14 2075 . 399 1.318 2102 27

15 2068 .460 1.317 2088 20

16 2072 - .601 1.315 2088 16

17 2087 .690 1.313 2082 15

18 20862 790 1.311 2075

13
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Figure 1. ~ Schematic drawing of instrument showing station locations.
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NACA RM ESZA11

H; and pz pressure tap

Hl and. Pz

pressure lead

T D L

RSO

17

Flat-plate orifice;

measured area, 0.00223
8q in.

s st st s 2
ettt RS LI

Gas flow

Water entrance

) =) Water out

oy @ Water in

Silver-shielded, iron-constantan thermocouple
114 pressure tap and lesad
Pg pressure tap and lead

Sonic~flow nozzle; measured
ares, 0.000757 sg in.

ﬂ Gas out

JCERERITR R SRR,

Ry &

Pressure segls

Thermocouple leads
_/\-\/- /

Figure 2. - Detaill drawing of temperature measuring Iinstrument under test.
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Figure 3. - Bchematic drawing of method of testing tempersture messuring instrument in high-
temperature, high-velccity tummel.
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Flgure 4. - Effective area as function of pressure ratic across orifice. H, atmosphei-ic Jressure.
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To atmosphere

Station C

NACA RM ES52A11

4" insulation

20 static-pressure taps
on side of tunnel

5 total-tenperature

4. thermocouples peened

into.walls"

probes spaced in the

» 5 total-temperature
L / probes spaced in the

center of equel aresas

Station B__C
6 total-pressure )

tubes spaced in

center of equeal

srees

7 leyers of monel

strailghtening

screens T .
Orifice and target
plate mixer

Station A

N

center of equal areas

Inconel liners

4Il
- /—- brick

HHHHHE

flow

ft—— 36—

\ ‘\l/' ‘\l/' Ay
NAA

2" V-port valve

5
\ L 8" V-port valve
Alr

flow Adjustable orifce

/_Burner and flame holder
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Figure 8. - Schematic drawing of high-temperature, high-velocity tunnel.
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NACA RM ES2A11 - : ' 23

Gas

: flow
Stagnation chember

Figure 9. - Number and location of msjor thermocouples in stagnation
chamber and test section to identify data appesring in table III.
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Gas temperature, °r

NACA RM ES2A11

| l T
Average Test-
1320 temper- egection -
ature Mach
1300 (°R) nunber
K 71244 0.75
1280 | |
O——0— 00—l | | |
1260 OO R 1268 .55
4 OO | o PL253 .35
—o.\—h Ot i |
1240 . -0
1700
1680 = = \C'\
1660 D\':(
OO O— —O— 00 \&
1640 |8 P~o V1639 .65 -
11676 .46
1620 i I I I S
1490
1470 M—-‘ﬂﬁ#* o
1450 b1468 NE
f—°——°\~c— —t o 469 .60
1430 / \\QA 1431 .40 =
q
1410 \! : |
v
|
13806748 1z 16 20 24 28 32 36

FPigure 10. - Temperature dlstribution scross stagnation chamber

Distance across stagnation chamber, in.

at station B.
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NACA RM ES2AT1

Total pressure, in. Hg abs.

Average total Test-section  Average
pressure Mach number ‘empersture
(in. Hg sbs.) (°Rr)
< 34.7 0.79 1468
=] 33.5 .80 ) 540
a4 32.1 .60 1458
b 30.8 40 1430
o 30.1 .35 1639
35
< oy \*am r— 3
34
33
%2 & A r e o B
31
[N N [ 3 L
o O b -0 O— P
30 2 8 iz 16 20
Distance from well toward center of stagnation
chamber, in. «q‘nsn-r'

Figure 11. - Pressure distribution across half of stag-

nation chember at station B.
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Total-pressure loss between stagnation chember and test section, in. Hy0

NACA RM ES2A11

T T ¥ T — T
Average total Test-section  Average
L " pressure  Mach number temperature
(in. Hg abs.) (°r)
< 33.5 0.80 540
4r o 34.7° .79 1468 A
a 32.1 .60 1458
2L b 30.8 .40 1430 4
o 30.1 .35 1639
0 %\M
4
2
(o] iﬁ—ib{r—&—ihﬂi—ﬂ—fhﬂia?
4
2
o i‘ L A &2
4
2
o § 5 A, B, b Lj
4
2 W
9 |

0 o O Qe e -
3 2 1 0 1 2 3

Distance across test section, in.

Figure 12. - Total-pressure distribution at
station C and total-pressure loss between

stations B and C.
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